
Quick Guide

1. Download and install the QT ECG 
App on your mobile device.

1
QT ECG

2. Open the app and read the user 
manual.  Follow "New User 
Registration" steps in the user 
manual to obtain your username 
and password.
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3. Enter username and password, 
press the login button      and 
then press the Record button. 
Input patient’s profile.
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For more information,  
please e-mail
hello@ecg-future.com
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5. Patient should rest (sit still or lie 
down) for at least 5 minutes 
before taking an ECG recording in 
a reclined position. For patients 
with large breasts, it may be 
easier to place the electrode strip 
in a supine (flat) position with the 
left breast lifted up.

6. Open the QT ECG Electrode Strip 
package. Remove the release 
liner using the pull tab to expose 
the adhesive side of the strip.

4. Patient Preparation. Make sure 
the skin on the chest is clean and 
dry, free of lotion or oil. For males 
with lots of hair on the chest, 
shave the chest along the area 
indicated.
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Know your Unit

Buttons and Icons used in App

IMPORTANT: Your cardiologist or ECG technician 
must decide which strip size is the most suitable for 
you.
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12. Check the "Leads" button, make 
sure all the leads are in green 
color. If "Lead off" alert is shown 
(amber), please troubleshoot the 
electrode attachment. Refer to 
the User Manual if needed.

11. Make sure Bluetooth function is enabled 
in your mobile device. Then, open the 
QT ECG App on your mobile device. 
Tap on the "Connect" button. Your 
device will scan for the Recorder when 
Bluetooth function is enabled.When a 
Recorder is found, the device will 
automatically connect and start receiv-
ing signals from the Recorder.

9. Connect the QT ECG Recorder to 
the Strip by inserting the 
connector into the Recorder. Make 
sure the connector is firmly 
attached to the Recorder. Do not 
place the QT ECG Recorder 
directly on the patient. Place a 
piece of gauze under the recorder 
to separate the Recorder from 
skin.

10. Press and hold the Power button 
on the Recorder for 5 seconds to 
turn on the Recorder.

8. Pull the lead marked with "Left 
Arm" and stick to left arm, the 
lead marked with "Left Leg" to left 
leg, and the lead marked "Right 
Arm" to right arm.

7. With the adhesive side facing 
patient, place the strip on the 
patient's chest. First, position the 
Blue Box at the center of the chest, 
between the nipples. Then, wrap 
the Strip from the center of the 
chest around the left side of the 
chest. The Red Arrow should be 
pointing to the left nipple.          
For females, the Strip should go 
under the left breast.

13. Tap on the "Record" button in the 
App. The ECG will record for 10 
seconds then stop automatically. 
Patient should stay still during the 
ECG recording.
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1  When you turn on the recorder power, the PWR is 
solid green, the CON is blinking blue, the REC 
keeps off.

2  After connecting the Bluetooth, the CON change 
to the solid blue.

3  When you get started with recording, the REC 
change to the blinking amber.
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Note: It is recommended 
to charge the device every 
30 days. 


